Display Report

Analysis Info

Analysis Name

Method
Sample

tune_low_pos_changed.m
Name  ACM_Medium_25.09.13_2
Comment

I\dataak klein\l.ena\Rabe_ProjekNACM_Medium_25.09.13_2.d

Acquisition Date  9/25/2013 2:24:34 PM

Operator

Instrument

Tof-user
micrOTOF-Q H 10254

Acquisi

tion Parameter

Source Type ESI

Focus

Mot active

Scan Begin 50 m/z

Scan End

1200 mfz

lon Polarity

Set Capillary

Set End Piate Offset

Set Coilision Cell RF

'

Positive v Set Nebulizer 0.4 Bar
4500V Set Dry Heater 180 °C
-500V Set Dry Gas 4.0 I/min
100.0 Vpp Set Divert Vaive Source
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Display Report

Analysis Info Acquisition Date  9/25/2013 2:42:37 PM
Analysis Name  |\data3\ak klein\Lena\Rabe_Projekt\DH10b_25.09.13_2.d

Method tune_low_pos_changed.m Operator Tof-user

Sample Name  DH10b_25.09.13_2 Instrument micrOTOF-Q I 102564
Comment

Acquisition Parameter o
Source Type ESI lon Polarity Positive = Set Nebulizer 0.4 Bar
Focus Not active Set Capillary 4500V Set Dry Heater 180 °C
Scan Begin 50 m/z Set End Plate Offset  -500V Set Dry Gas 4.0 {fmin
Scan End 1200 m/z Sat Coilision CeliRF 100.0 Vpp Set Givert Valve Source
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Sample Name
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I\data3\ak kleimLena\Rabe_Projekt\1C_25.09.13.d
tune_low_pos_changed.m
1C_25.09.13

Acquisition Date  9/25/2013 10:47:22 AM

Operator
Instrument

Tof-user
micrOTOF-Q || 10254

Acquisition Parameter

Source Type
Focus

Scan Begin
Scan End

ESI

Not active
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Analysis Info Acquisition Date  9/25/2013 10:55:00 AM
Analysis Name  |:\data3\ak kiein\Lena‘\Rabe_Projekt\2A_25.09.13.d

Method tune_low_pos_changed.m Operator Tofwuser

Sample Name  2A_25,00.13 Insfrument micrOTOF-Q Il 10254
Comment

Acquisition Parameter

Source Type £8i lon Polarity Positive “  Set Nebulizer 0.3 Bar
Focus Not active Set Capillary 4500 vV Set Dry Heater 180 °C
Scan Begin 50 m/z Set End Plate Offset  -500 V Set Dry Gas 4.0 ¥min
Scan End 1200 m/z Set Collision Cell RF 160.0 Vpp Set Divert Valve Source
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Analysis Name  |\data3\ak klein\Lena\Rabe_Projeki\3B_25.09.13.d

Method tune_low_pos_changed.m
Sample Name  3B_25.09.13
Comment

Acquisition Date  9/25/2013 10:50:55 AM

Operator
Instrument

Tof-user
micrQTOF-Q Il 10254

Acquisition Parameter
Source Type

:

ESI lon Polarity Positive “ Set Nebulizer 0.3 Bar
Focus Not active Set Capillary 4500V Set Dry Heater 180°C
Scan Begin 50 m/z Set End Plate Offset  -500V Set Dry Gas 4.0 l/min
Scan End 1200 m/z Set Collision CellRF 100.0 Vpp Set Divert Valve Source
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Idata3\ak klein\Lena\Rabe_Projeki\Triple_25.09.13_2.d
tune_low_pos_changed.m
Triple_25.09.13_2

Acquisition Date  9/25/2013 3:08:41 PM

Operator
Instrument

Tof-user
micrOTOF-Q I 10254

Acquisition Parameter
Source Type ESI
Focus Not active
Scan Begin 50 m/fz
Scan End 1200 m/z

lon Polarity

Set Capiliary

Set End Plate Offset
Set Collision Cell RF
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4500V
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Analysis Info Acquisition Date  9/25/2013 3:04:12 PM
Analysis Name  [:\data3\ak kleiniLena\Rabe_Projekt\Delftia_25.08.13_4.d

Method tune_low_pos_changed.m Operator Tof-user

Sample Name  Delftia_25.09.13_4 ' Instrument micrOTOF-Q I 10254
Comment

Acquisition Parameter L
Source Type ESI lon Polarity Positive = Set Nebulizer 0.4 Bar
Focus Not active Set Capillary 4500V Set Dry Heater 180 °C
Scan Begin 50 miz Set End Plate Offset  -500V Set Dry Gas 4.0 fmin
Scan End 1200 m/z Set Collision Cell RF 100.0 Vpp Set Divert Valve Source
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Analysis Info

Analysis Name

Method
Sample

tune_low_pos_changed.m

Name  Delftia_25.09.13 3

Comment

Acquisition Date  9/25/2013 3:01:03 PM

I\data3\ak klein\Lena\Rabe Projekf\Delftia_25.09.13_3.d

Tof-user
micrOTOF-Q i 10254

Operator
instrument

Acquisi

Source Type

Focus

Scan Begin
Scan End

tion Parameter

ESI
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Set End Plate Offset
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